Electroejaculation using standard nerve stimulation equipment and Teflon-coated needles.
We attempted transperineal needle electroejaculation using a Digistim nerve stimulator and Teflon-coated needles in 12 anejaculatory men. We obtained semen in 11 men. Five of the 12 men also underwent electroejaculation using a transrectal probe. Comparable semen parameters were obtained by transrectal probe and transperineal needles.